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Paraformaldehyde  powder,  depolymerized  by  heat,  produced  formaldehyde  gas 
that  was  effective  in  sterilizing  laboratory  rooms,  a  mobile  laboratory  trailer,  various 
surfaces,  fiberglass  filter  medium,  and  specialized  laboratory  equipment.  A  sporulat- 
ing  and  nonsporulating  strain  of  bacteria,  a  virus,  and  a  bacterial  toxin  were,  used 
as  test  agents.  The  dissemination  pror .  •  .c  and  equipment,  the  assay  techniques, 
and  the  facilities  and  equipment  stented  were  described. 


Sterilization  by  vapors  and  gases  has  become 
an  accepted  procedure  in  many  infectious  disease 
laboratories.  Equipment  that  cannot  withstand 
the  application  of  heat  or  liquid  chemicals  can 
usually  be  decontaminated  with  ethylene  oxide 
gas,  vaporized  Formalin,  or  /3-propiolactone. 
However,  one  aspect  of  decontamination  that  is 
not  adequately  covered  is  one  involving  highly  so¬ 
phisticated  electronic  equipment  that  has  been 
contaminated  with  bacterial  toxins. 

Recently  a  requirement  arose  for  decontamina¬ 
tion  of  such  equipment  and  of  other  surfaces  con¬ 
taminated  with  infectious  microorganisms  or 
dangerous  toxins,  of  which  Clostridium  botulinum 
toxin  is  typical.  Ethylene  oxide  gas  is  ineffective 
against  this  toxin,  and  it  was  feared  that  vaporized 
Formalin  or  /3-propiolactone  might  result  in  some 
unforeseen  or  accidental  damage  to  equipment. 
This  led  to  the  investigation  of  formaldehyde  gas, 
released  from  dry  paraformaldehyde,  as  a  steriliz¬ 
ing  and  detoxifying  agent. 

The  name  paraformaldehyde  was  first  em¬ 
ployed  in  1888  by  Tollens  and  Mayer.  In  1890, 
Losekann  discovered  that  this  polymer  contained 
combined  water  and  reported  that  it  was  a 
polymer  hydrate  having  the  formula  (CHjO)t- 
HjO.  In  1897,  Delepine  concluded  that  para¬ 
formaldehyde  was  a  mixture  of  polymeric  hy¬ 
drates  with  the  average  formula  (CH20)*-H50 
and  that  it  was  formed  by  condensation  of 
methylene  glycol,  as  indicated  by  n  CH2(OH)2  -< 
(CHjO)n  H:0  +  (n  -  1)H20.  The  chemical 
composition  of  paraformaldehyde  is  best  ex¬ 
pressed  by  the  formula  H0  (CH20)n  H  (11). 

Paraformaldehyde  polymer,  produced  by 
evaporating  aqueous  Formalin,  is  either  a  flake 
or  a  coarse  or  fine  powder.  The  particle  size  of  the 
fine  powder  is  such  that  a  minimal  90%  by  volume 
will  pass  through  a  200-mesh  screen;  only  about 


60%  of  a  coarse  powder  will  pass.  Paraformalde¬ 
hyde  is  combustible,  with  a  flash  point  (rag  Open 
Cup)  of  approximately  93  C  and  an  ignition  tem¬ 
perature  of  about  302  C.  The  explosive  range  for 
formaldehyde  gas  (per  cent  by  volume  in  air)  is  7 
to  73%,  and  the  vapor  pressure  is  greatest  at  the 
dew  point  and  varies  with  the  humidity.  At  30  C, 
the  vapor  pressure  is  1  mm  of  mercury  in  dry  air 
and  3  mm  of  mercury  at  the  dew  point  (4).  Para¬ 
formaldehyde  powder,  when  placed  on  a  heated 
surface,  depolymerizes  to  formaldehyde  gas.  The 
formaldehyde  gas  is  dry,  free  of  contaminants 
such  as  methanol  and  formic  acid,  and  has  the 
same  chemical  properties  as  formaldehyde  gas 
obtained  from  the  chemical  reaction  between  po¬ 
tassium  permanganate  and  aqueous  Formalin. 

The  history  and  use  of  formaldehyde  as  a  steri¬ 
lizing  agent  are  well  reviewed  by  Walker  (11)  and 
Phillips  (8).  A  new  process  for  disseminating  for¬ 
maldehyde  gas  from  paraformaldehyde  was 
patented  in  1961  by  Charles  Kaitz  (U.  S.  Patent 
2,993,832).  His  process  was  to  heat  a  fine  white 
powder  containing  91%  formaldehyde.  Today 
this  method  has  widespread  use  in  the  poultry 
industry  (10). 

Because  of  the  favorable  experience  of  the 
poultry  industry,,  the  fine,  powdered  paraformal¬ 
dehyde  was  selected  for  this  study.  The  para¬ 
formaldehyde  was  91  to  95%  formaldehyde  with 
9  to  5%  water  and  a  molecular  weight  of  ap¬ 
proximately  600.  Paraformaldehyde  powder  con¬ 
tains  both  free  and  combined  forms  of  water. 
“The  free  water  is  merely  attracted  to  the  polymer 
by  polar  forces  at  points  along  its  length.  Water 
that  is  chemically  combined  with  paraformalde¬ 
hyde  acts  more  or  less  as  a  terminating  agent  for 
the  polymer  chains.  The  fact  that  the  two  types 
of  water  are  present  in  approximately  equal 
amounts  indicates  that  the  polymer  must  contain 
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about  20  polyoxymethylene  units,  from  which 
the  molecular  weight  of  600  is  estimated"  (4). 

MATERIALS  AND  METHODS 

Test  microorganisms  and  toxin.  The  microorganisms 
used  to  determine  the  sterilization  effectiveness  of 
paraformaldehyde  were  (i)  suspensions  of  Bacillus 
subtilis  var.  niger  spores  at  concentrations  of  10',  10s, 
10fi,  and  107  spores/ml,  (ii)  suspensions  of  Serratia 
murcescens  at  concentrations  of  10'  and  2  X  10>° 
organisms/ml,  and  (iii)  a  suspension  of  Newcastle 
disease  virus  at  a  concentration  of  10* 5  embryo  lethal 
dose-.u  (ELD10)/ml.  To  assess  paraformaldehyde  as  a 
detoxifying  agent.  C.  botulinum  toxin  type  A  was  used 
both  as  a  suspension  at  a  concentration  of  5  X  10s 
mouse  intraperitoneal  lethal  dose,0  (MIPLDso)/ml 
and  as  a  dry  powder  at  a  concentration  of  2  X  10“ 
MtPLDio/g. 

Disseminators.  The  fine,  powdered  paraformalde¬ 
hyde  was  depolymerized  by  heating  the  powder  on  a 
modified  hot  plate  or  in  household  electric  frying  pans 
at  a  controlled  temperature  of  232  C.  At  232  C,  these 
disseminators  depolymerize  approximately  20  g/'min 
of  paraformaldehyde  to  the  gaseous  state.  The  ca¬ 
pacity  of  the  electric  frying  pans  (1 1.5  by  I  i.  5  by  2  in) 
is  about  2  to  3  lb.  When  hot  plates  are  used,  a  suitable 
container  for  the  powder  must  be  placed  on  the  sur¬ 
face  of  the  hot  plate.  Erlenmeyer  flasks  (300  or  1,000 
ml)  were  used  as  generators  in  test  chamber  experi¬ 
ments.  The  flask  with  paraformaldehyde  was  placed 
on  the  hot-plate  surface  with  a  glass  tube  connected 
to  the  test  chamber  (Fig.  1). 

Inhibiting  activity  of  formaldehyde  gas.  In  the  assay 
of  bactericidal  chemicals,  the  problem  of  distinguish¬ 
ing  bactericidal  from  bacteriostatic  action  is  often 
encountered.  The  techniques  described  have  been 
used  here  for  many  years  to  determine  the  effective¬ 
ness  of  sterilization  procedures  that  involve  vaporized 
Formalin.  It  has  been  our  experience  that  these  tech¬ 
niques  do  not  result  in  sufficient  carry-over  to  dilution 
blanks  and  plates  to  inhibit  the  growth  of  the  test 
organisms.  Harry  (6)  and  Willard  and  Alexander  (12) 
have  reported  similar  findings  from  the  use  of  similar 
techniques. 


To  test  the  possibility  that  carry-over  from  depoly- 
rmrized  paraformaldehyde  might  differ  from  that  of 
vaporized  Formalin,  one  of  the  early  tests,  described 
in  the  next  paragraph,  utilized  duplicate  sets  of  cotton 
swabs.  One  set  was  moistened  with  physiological 
saline,  the  other  with  a  noninhibitory  formaldehyde 
neutralizing  solution  (four  parts  Na2S03  to  one  part 
NHtCl).  Duplicate  assay  samples  were  taken  and 
plated  as  described,  with  no  difference  in  recovery. 
This  confirmed  our  previous  experience  that  the 
formaldehyde  concentration  used  (0.8%  by  volume  in 
air)  did  not  result  in  a  significant  carry-over  to  the 
growth  media. 

Bacterial  test  challenge.  Two  microbiological 
laboratory  rooms  (4,598  and  2,250  ft3)  and  a  mobile 
laboratory  trailer  (2,200  ft3)  were  seeded  with  B. 
subtilis  var.  niger  spores  and  S.  murcescens  organisms 
by  placing  suspensions  of  the  organisms  at  delineated 
sites.  During  these  tests,  a  static  air  condition  was 
achieved  by  turning  off  the  air  supply  and  exhaust. 
The  relative  humidity  was  adjusted  to  60%,  and  the 
room  temperature  to  23.3  C.  Fifteen  test  locations 
were  seeded  with  B.  subtilis  and  15  with  S.  marcescens 
in  each  room  area,  and  20  test  locations  were  seeded 
with  B.  subtilis  in  the  mobile  trailer.  Before  each  test, 
control  swabs  were  taken  from  the  seeded  locations  to 
substantiate  the  viability  of  the  microorganisms.  The 
paraformaldehyde  powder  (1,379  g  in  the  4.598-ft3 
room,  675  g  in  the  2.250-ft3  room,  and  330  g  for  the 
mobile  trailer)  was  placed  in  the  disseminators,  the 
entrance  door  was  sealed,  and  dissemination  was 
begun.  After  dissemination,  1-hr  contact  time  was 
maintained  for  all  tests.  The  areas  were  aerated  by 
restarting  the  air  supply  and  exhaust  systems  for  1  to 
2  hr  before  the  test  areas  were  entered.  The  seeded 
locations  were  then  sampled  with  sterile,  moistened 
cotton  swabs  and  streaked  on  corn  steep-agar  plates 
(2).  The  plates  were  incubated  for  48  hr  at  37  C. 

Two  adjacent  and  interconnected  rooms  housing 
aerosol  facilities  were  used  to  evaluate  the  feasibility 
of  sterilizing  large  enclosures.  The  total  free  volume  of 
the  two  rooms,  exclusive  of  equipment  present,  is 
67,2!  6  ft3.  One  room  is  a  four-storied  enclosure,  the 
other  a  five-storied  enclosure.  Expanded  metal  grat- 


Paroformaldehyde 

Powder 


Fig.  1.  Paraformaldehyde  depoiymerization  disseminator. 
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ings  divide  the  floor  levels  in  each  room.  There  are 
connecting  doors  at  the  flrst,  second,  and  third  floors 
and  at  the  elevator  shafts. 

Two-hundred  clearly  delineated  sites  throughout 
the  rooms  were  seeded  with  B.  siibtilis  spores  at  a 
concentration  of  10s  spores/ml  to  assess  the  effective¬ 
ness  of  the  formaldehyde  gas.  A  total  of  44.4  lb  of 
paraformaldehyde  was  placed  in  18  frying  pans 
strategically  spaced  throughout  the  enclosures. 

During  this  test,  the  room  temperature  was  31  C. 
This  was  higher  than  the  24  C  desired  and  was  caused 
by  the  heat  from  a  previous  steam  formaldehyde 
sterilization  of  the  test  facilities  (1).  The  relative 
humidity  was  50  to  5Sr'( .  The  test  procedure  was  as 
follows.  Place  2.5  lb  of  powder  in  each  fry  pan;  turn 
off  all  supply  and  exhaust  ventilation;  turn  on  all 
internal  air  circulating  fans;  turn  on  all  fry  pans  with 
automatic  control  timers;  disseminate  for  approxi¬ 
mately  1  hr;  maintain  a  2-hr  contact  period;  and  turn 
on  all  exhaust  and  supply  ventilation  to  the  rooms  for 
an  overnight  aeration  period. 

By  the  following  morning,  the  formaldehyde  gas 
had  completely  dissipated,  and  personnel  entered  the 
facilities  without  need  for  respiratory  protection. 
Surface  samples  for  residual  B.  siibtilis  spores  were 
taken  from  the  200  sites  by  the  technique  previously 
described. 

Upon  entering  the  room,  it  was  found  that  two 
electric  circuits  had  tripped  from  overload,  which 
turned  off  four  fry  pans  shortly  after  heat-up  time 
As  a  result,  8.3  lb  of  paraformaldehyde  powder  was 
not  depolymerized.  The  remainder  of  the  pans  oper¬ 
ated  satisfactorily,  and  a  total  of  35.7  lb  of  powder 
(0.24  g/ft3  of  air  space)  was  actually  disseminated 
during  this  sterilization  test  procedure. 

Samples  of  1 5  types  of  surfaces  commonly  found  in 
a  laboratory  facility  were  placed  in  a  25  ft3  plastic 
test  chamber.  The  surfaces  used  were  glass,  rubber, 
plastic,  stainless  steel,  galvanized  metal,  wood,  paper, 
sponge,  filter  paper,  painted  surface  (oil  base),  0.25- 
inch  rigid  plastic,  copper,  aluminum,  vinyl  sheeting, 
and  mild  steel.  A  1-ml  amount  of  B.  suhtilis  with  a 
concentration  of  10:  spores/ml  was  nebulized  into  the 
chamber  with  a  Chicago  nebulizer  (9).  Positive-con¬ 
trol  swabs  were  taken  in  the  chamber  area  to  assure 
contamination  of  the  different  surfaces.  After  the 
humidity  was  adjusted  to  60%  and  the  temperature  to 
24  C,  the  formaldehyde  gas  was  released  into  the 
chamber  by  the  use  of  0.3  g  of  paraformaldehyde /ft3  of 
space.  After  a  specified  contact  time  (2  hr  for  three 
tests,  and  1  hr  for  two  tests),  the  test  chamber  was 
aerated,  and  each  test  surface  was  sampled  as  before. 

Twelve  dry,  filter-paper  patches  seeded  with  B.  siib¬ 
tilis  spores  (10"  spores/patch)  were  placed  on  each 
side  and  between  the  layers  of  the  50  FG  filter  medium 
(Pittsburgh  Plate  Glass  Co.,  Pittsburgh,  Pa.)  in  the 
filter  housing  of  a  class  1  cabinet  (5).  After  reassembly 
of  the  filter,  the  cabinet  exhaust  blower  was  turned 
off.  and  then  paraformaldehyde  was  disseminated  in 
the  cabinet  work  area.  During  depolymerization  of  the 
powdered  paraformaldehyde,  the  exhaust  blower  of 
the  cabinet  was  turned  on  for  30  sec,  and  then  turned 
off ;  this  was  repeated  three  more  times.  The  tempera¬ 
ture  and  the  relative  humidity  in  the  cabinet  were  24  C 
and  60%.  respectively.  After  a  1-hr  contact  time,  the 


filter  was  disassembled,  and  the  24  patches  were 
aseptically  removed,  placed  in  nutrient  broth,  and 
incubated  for  24  hr  at  37  C.  After  incubation,  duplicate 
0. 1  -ml  amounts  of  the  broth  were  plated  on  corn  steep- 
agar  and  incubated. 

Plastic  vaccine  storage  tubes  were  placed  in  a  2-ft3 
rigid  plastic  chamber  by  means  of  three  packaging 
conditions:  loose,  in  an  open  plastic  bag,  and  in  a 
closed  plastic  bag.  The  vaccine  tubes  are  57.7  mm 
long  by  8.5  mm  in  diameter  (outside  dimension)  and 
have  a  volume  of  1  ml.  The  tubes  have  a  7,5-mm  open¬ 
ing  (inside  dimension)  on  one  end;  the  other  end  (22 
mm  in  length)  tapers  down  to  a  2-mm  opening  (inside 
dimension).  The  tubes  were  contaminated  by  nebuliza- 
tion  (as  in  the  previous  test)  with  a  liquid  suspension 
of  B.  siibtilis  spores  and  S.  murcescens  organisms,  each 
with  a  concentration  of  104  organisms/ml.  Replicate 
tests  were  run  with  each  bacterium.  Before  each  test, 
the  relative  humidity  in  the  chamber  was  adjusted  to 
60r; ,  and  then  2  ml  of  each  test  organism  was  aero¬ 
solized  into  the  chamber  with  a  Chicago  nebulizer. 
The  formaldehyde  gas  was  disseminated  into  the 
chamber  by  means  of  a  hot  plate  and  a  flask  con¬ 
taining  paraformaldehyde.  After  a  1-hr  contact  period, 
the  chamber  was  opened,  and  six  vaccine  tubes  were 
selected  at  random  with  sterile  forceps,  placed  in 
nutrient  broth,  and  incubated  for  24  hr.  Then  dupli¬ 
cate  0,1 -ml  amounts  of  the  broth  were  plated  on  corn 
steep-agar,  incubated  for  24  hr  at  37  C,  and  observed 
for  growth. 

Various  types  of  laboratory  equipment,  such  as 
large-volume  air  samplers  (LVAS),  analytical  bal¬ 
ances,  clinical  centrifuges,  pH  meters,  and  other  com¬ 
plex  electrical  equipment  were  contaminated  with  B. 
sublilis  spores  at  a  concentration  of  10s  spores/ml.  In 
all  cases,  the  relative  humidity  was  no  lower  than  50% 
at  a  temperature  of  approximately  24  C.  The  instru¬ 
ments  were  exposed  to  formaldehyde  gas  at  a  concen¬ 
tration  of  0.3  g  of  paraformaldehyde/ft3  in  appropriate 
enclosures  with  varying  contact  times  (from  1  to  2  hr), 
aerated,  and  then  sampled  with  moistened  cotton 
swabs  as  before. 

Virus  test  challenge.  Newcastle  disease  virus 
(NDV)  GB  strain  at  a  concentration  of  10* 4  ELD;o/ 
ml  (calculated  by  the  Reed-Muench  method  (3)]  was 
used  both  as  an  aerosol  and  as  a  suspension  inoculated 
on  filter  patches.  A  2-mt  amount  of  the  virus  suspen¬ 
sion  was  nebulized  into  a  1 -ft3  chamber  and  allowed  to 
dry  for  15  min;  positive  control  samples  were  then 
taken  from  the  interior  surfaces  of  the  chamber  with 
moistened  cotton  swabs  to  assure  the  presence  of 
viable  NDV.  The  temperature  and  relative  humidity  in 
the  1-ft3  chamber  cabinet  were  24  C  and  60%,  respec¬ 
tively.  Subsequently,  formaldehyde  gas  (0.3  g  of  para¬ 
formaldehyde)  was  released  into  the  chamber  and, 
after  a  1-hr  contact,  the  not  previously  sampled  sur¬ 
faces  within  the  chamber  were  streaked  with  six 
moistened  cotton  swabs  to  recover  residual  NDV.  The 
cotton  swabs  were  placed  in  sterile  nutrient  broth. 

Six  filter  pads  containing  NDV  were  randomly 
spaced  within  a  class  I  cabinet  (5)  without  air-exhaust 
ventilation.  The  temperature  and  relative  humidity  in 
the  class  1  cabinet  were  24  C  and  60ri ,  respectively. 
After  dissemination  of  formaldehyde  gas  in  the  csHnet 
(approximately  42  ft3)  and  maintenance  of  nin 
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Table  1.  Formaldehyde  gas  sterilization  of  facilities,  mate  :als,  and  equipment 


Tot  condition 

Vol 

I 

Amt  of 
paraformal¬ 
dehyde 

Organism 

Concn/ml 

1 

1 

Viable 

recoveries' 

J' 

i 

s 

1 

Laboratory  rooms 

2,250 

675 

B.  subtil  is 

106 

0/5 

4,598 

1,379 

S.  murcescens 

2  X  10'° 

0/5 

Large  room 

67,216 

20,165 

B.  subtilis 

10* 

0/1 

Mobile  laboratory 

2,200 

330 

B.  subtilis 

10s 

0/5 

Surfaces 

25 

7.5 

B.  subtilis 

10’ 

0/5 

Filter  media  class  I  cabinet 

42  I 

12.6 

B.  sttbiilis 

106  '■ 

0/5 

Vaccine  tubes 

2  : 

.6 

B.  subtilis 

10* 

0/2 

j 

S.  murcescens 

10* 

0/2 

Laboratory  equipment 

100  to  500 

30  to  150 

B.  subtilis 

106  1 

010 

a  Number  of  viable  recoveries/total  tests  conducted. 
b  10*  per  patch. 


contact  period,  the  filter  patches  were  aseptically  trans¬ 
ferred  to  sterile  nutrient  broth.  The  assay  procedure 
used  for  recovery,  identification,  and  confirmation  of 
NDV  is  the  same  as  that  described  by  Barbeito  et  al. 
(3). 

Toxin  test  challenge.  A  large-volume  air  sampler 
was  placed  in  a  3  ft3  plastic  chamber  inside  a  gastight 
ventilated  cabinet  (5).  A  1-ml  amount  of  a  liquid  sus¬ 
pension  of  C.  botulinum  toxin  (type  A)  at  a  concen¬ 
tration  of  5  X  UP  MlPLD.,„/nil  was  aerosolized  with  a 
Chicago  nebulizer  into  the  test  chamber.  The  tempera¬ 
ture  and  relative  humidity  were  maintained  at  24  C 
and  75  to  80%,  respectively.  The  air  sampler  was  run 
for  5  min;  then  the  sampler  was  turned  off,  the  col¬ 
lecting  grid  was  dismantled,  and  the  collecting  fluid 
was  drained.  The  fluid  was  passed  out  of  the  cabinet 
through  an  autoclave  and  sterilized. 

Positive-control  swabs  taken  before  decontamina¬ 
tion  showed  that  the  LVAS  was  contaminated  with 
toxin  when  swab  diluent  was  injected  into  mice. 

Formaldehyde  gas  was  then  liberated  into  the 
chamber.  After  a  2-hr  contact  period,  surface  samples 
were  taken  from  10  locations  on  the  LVAS  with  sterile, 
moistened  cotton  swabs.  The  swabs  were  immersed  in 
2  ml  of  sterile,  distilled  water  and  shaken  on  a  Vortex 
mixer.  To  determine  whether  detoxification  was 
achieved,  0.5  ml  of  the  suspension  was  inoculated 
intraperitoneally  (ip)  into  each  of  three  16-  to  22-g 
mice,  and  the  mice  were  caged  for  5  days.  Their  sur¬ 
vival  indicated  that  detoxification  had  been  achieved. 

Three  tests  were  performed  with  dry  powder  of  C. 
botulinum  type  A  toxin  with  a  3%  moisture  content 
in  20-mg  amounts  (spread  on  a  flat  surface;  inside  a 
1-ft3  plastic  chamber.  The  temperature  was  23  C  with 
a  relative  humidity  of  60%.  Contact  time  for  this  test 
was  4  hr.  To  further  test  formaldehyde  gas  against  the 
toxin,  one  test  was  conducted  with  10  g  of  dry  powder 
spread  on  paper  inside  the  chamber.  This  test  was  con¬ 
ducted  at  24  C  and  at  a  relative  humidity  of  45%  with 
a  contact  time  of  48  hr.  The  minimum  contact  period 
for  bulk  detoxification  was  not  established. 

The  assay  procedures  for  these  tests  were  as  fol¬ 
lows:  for  the  20-mg  sample,  10  mg  was  removed  and 
put  into  6  ml  of  sterile  distilled  water;  for  the  10-g 
sample,  samples  of  the  toxin  were  taken  from  different 
positions  or  levels  within  the  powder  (bottom  side, 


Table  2.  Formaldehyde  gas  sterilization  of 
Newcastle  disease  virus 
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Table  3.  Formaldehyde  gas  detoxification  of 
C.  botulinum  toxin  type  A 
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10»  0/3 
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Powder  sample 

1 

i  0.2 

2  X 

10*  0/1 

no  g  r 

i 

1 

0  Toxin  recovered/total  tests  conducted. 
h  Expressed  as  MIPLDa/ml. 
f  Expressed  as  MIPLDw/g. 


center  level,  two  top  sides,  and  three  different  mixed 
samples),  and  each  of  these  samples  was  dissolved  in  6 
ml  of  sterile  distilled  water.  Subsequently,  0.5  ml  of  the 
diluent  from  the  samples  of  both  the  20-mg  tests  and 
the  10-g  test  were  inoculated  ip  into  each  of  10  mice 
weighing  16  to  22  g.  The  detoxification  end  point  was 
the  same  as  described  previously. 

RESULTS 

The  sterilizing  and  detoxifying  effectiveness  of 
formaldehyde  gas  produced  by  depolymerization 
of  dry  paraformaldehyde  is  shown  in  Tables  1-3. 
In  all  the  tests,  the  microorganisms  were  kilted 
and  the  toxin  was  detoxified.  Various  surfaces 
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contaminated  with  liquid  suspensions  of  bacterial 
spores  of  B.  subtilis  var.  niger  at  a  concentration 
of  101  spores/ml  and  S.  marcescens  organisms 
at  the  highest  concentrations  of  2  X  1010  organ- 
isms/ml  were  sterilized  after  cepolymerization  of 
0.3  g  of  paraformaldehyde /ft3  of  space  for  a  1-hr 
contact  period.  Under  the  same  conditions,  C. 
hotulinum  type  A  toxin  was  detoxified  both  as  a 
liquid  suspension  at  a  concentration  of  5  X  Iff 
MIPLDso/ml  and  as  dry  material  (spread  in  vari¬ 
ous  amounts  in  thin  layers  on  flat  surfaces)  with  a 
3';;  moisture  content  at  a  concentration  of 
2  X  109  MIPLDso/g.  Surfaces  contaminated  with 
NDV  at  a  concentration  of  10* 5  ELDso/ml  were 
sterilized  after  depolymerization  of  0.3  g  of  para¬ 
formaldehyde  'ft3  of  space  and  only  a  30-min 
contact  period.  The  high  concentrations  of  bac¬ 
teria,  virus,  and  toxins  challenged  in  these  tests 
show  that  formaldehyde  gas  is  capable  of  killing 
microorganisms  and  detoxifying  C.  hotulinum 
toxin. 

The  amount  of  paraformaldehyde  powder  used 
was  0.3  g/ft3  of  space  in  all  tests  with  three  excep¬ 
tions:  (i)  the  mobile  laboratory,  0.15  g/ft3 
of  space;  (ii)  the  10-g  C.  hotulinum  toxin  sample, 
0.6  g/ft3  of  space;  and  (iii)  the  rooms  housing 
aerosol  facilities,  0.24  g  ft3  of  space. 

No  visible  residual  was  observed  during  these 
tests. 

DISCUSSION 

The  test  results  indicate  the  potential  for  use  of 
paraformaldehyde  in  the  infectious  disease  labo¬ 
ratory.  The  range  of  its  use  appears  to  be  equal  to 
that  of  Formalin.  The  absence  of  any  failure  in  the 
tests  conducted  to  date  indicates  that  the  dry  gas 
liberated  from  depolymerization  of  paraformalde¬ 
hyde  may  be  a  more  effective  sterilizing  agent  than 
vaporized  Formalin.  The  gas  also  disseminates 
more  readily  throughout  the  area  being  treated. 
After  treatment  it  is  more  rapidly  dissipated  by 
aeration.  During  the  work  done  so  far,  there  have 
been  no  problems  of  repolymerization  or  other 
residual  when  the  concentration  and  humidity 
were  controlled.  Nor  has  there  been  a  visible  or 
operational  effect  on  any  of  the  mechanical,  elec¬ 
tronic,  or  optical  equipment  treated. 

On  one  occasion,  a  residual  surface  precipitate 
was  obtained  by  deliberately  increasing  the  rela¬ 
tive  humidity  to  100',/  in  a  laboratory  room.  As 
moisture  condensed  on  surfaces,  paraformalde¬ 
hyde  was  heated  to  release  the  formaldehyde  gas. 
After  treatment  and  aeration,  a  white  precipitate, 
assumed  to  be  paraformaldehyde,  was  seen  on 
many  surfaces  in  the  room. 

The  toxicity  of  formaldehyde  is  well  known, 
and  its  effects  on  body  tissues  are  well  documented 
(7).  Us  irritating  vapors  generally  render  an  area 
uninhabitable  before  a  toxic  concentration  is 


present.  However,  the  flammability  of  formalde¬ 
hyde  gas  and  paraformaldehyde  is  not  so  well 
understood  and  should  be  considered  whenever 
they  are  disseminated. 

When  exposed  to  an  open  flame,  paraformalde¬ 
hyde  ignites  and  decomposes  to  carbon  dioxide 
and  water,  rendering  it  ineffective  as  a  sterilizing 
agent.  Its  ignition  temperature  is  302  C. 

Formaldehyde  gas  is  flammable  in  air  at  con¬ 
centrations  of  7  to  73%  by  volume.  The  concen¬ 
tration  resulting  from  depolymerization  of  0.3  g 
of  paraformaldehyde 'ft3  of  space  does  not  ap¬ 
proach  this  range.  However,  it  is  possible  to 
achieve  this  by  liberating  excessive  amounts  of  the 
gas  into  an  enclosed  space.  Our  tests  show  that  0.3 
g/ft3  is  ample  for  sterilization,  and  this  quantity 
should  not  be  exceeded. 

The  application  of  paraformaldehyde  to  large- 
scale  space  sterilization  is  presently  limited  by  lack 
of  a  suitable,  commercially  available  generator 
for  large-quantity  depolymerization.  Develop¬ 
mental  efforts  are  under  way  in  this  direction. 
However,  the  use  of  generators  such  as  those  de¬ 
scribed  is  easy  and  practical  for  small-volume 
space  sterilization. 
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